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Using photoemission intensities and a detection system employed by many groups in the electron spectroscopy community as
e have quantitatively characterized and corrected detector non-linearity effects over the full dynamic range of the system. No
ffects are found to be important whenever measuring relative peak intensities accurately is important, even in the low countrate r

ncludes, for example, performing quantitative analysis for surface contaminants or sample bulk stoichiometries, where the peak
nvolved can differ by one or two orders of magnitude, and thus could occupy a significant portion of the detector dynamic ra
uccessful procedures for correcting non-linearity effects are presented. The first one yields directly the detector efficiency by
flat-background reference intensity as a function of incident X-ray flux, while the second one determines the detector respo

east-squares analysis of broad-scan survey spectra at different incident X-ray fluxes. Although we have used one spectrometer a
ystem as an example, these methodologies should be useful for many other cases.
2004 Elsevier B.V. All rights reserved.
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. Introduction

Electron detection systems are an integral part of any ex-
erimental setup for electron spectroscopy. Any deviation

rom an ideal linear response in which the true electron flux
ncident on the detector is not proportional to the response
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signal of the detector may cause undesirable effects i
recorded spectra. Seah et al.[1–3] have previously discuss
methods for detecting non-linearity effects in photoelec
spectroscopy counting systems for spectra measured
laboratory X-ray sources. In this work, we develop meth
for correcting for such non-linearities in a fully quantitat
way.

Non-linearity is an ever-present concern in electron s
troscopy measurements. With laboratory X-ray excita
sources and solid samples, the differences between the
est and lowest photoelectron peak intensities can diffe
as much as two orders of magnitude. Beyond this, for
electron spectrum, measurement of features in the hi
intensity low-energy secondary electron tail region of
spectrum can push many detection systems into non-l
behavior. For the particular case of synchrotron radiation
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periments on solids, intensity levels can even more easily be
found to exceed the linear response range of the detection
systems. For example, several groups have observed non-
linearity effects when using state-of-the-art photoelectron
spectrometers such as for example the Gammadata/Scienta
series of spectrometers[4–10]. In this situation, non-linearity
effects are likely to be present when high-cross-section peaks
are excited with bright sources (e.g. undulators), or even more
so in resonant photoemission experiments during which pho-
ton energy is scanned[7]. For example, prior work on multi-
atom resonant photoemission (MARPE) by several groups
was strongly affected by non-linearity effects which pro-
duced irregularities in the size and shape of the measured
resonances, with this effect arising through changes in the
inelastic background underneath the peak whose intensity
was being measured[4–10].

More generally, the possible occurrence of non-linearity
effects should always be kept in mind whenever measuring
relative intensities accurately is important, since it is not lim-
ited to resonance experiments. In fact, we have found for
our example system that non-linearity effects are present
even when the exciting energy is far away from any reso-
nance and the countrates are relatively low, of the order of
a few kHz. Examples of measurements significantly altered
by non-linearity effects occurring at low countrates include
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cusing in particular on the response of the detector over the
low countrate region. We demonstrate two quantitatively ac-
curate correction procedures to correct for non-linearity ef-
fects. The first one directly yields the detector efficiency by
measuring a flat-background reference intensity as a function
of a linearly-varying incident X-ray flux, while the second de-
termines the detector response from a least-squares analysis
of broad-scan survey spectra, each of which spans a consid-
erable fraction of the dynamic range, obtained at different
incident X-ray fluxes. Although we have used one spectrom-
eter system as an example (the Gammadata-Scienta SES200),
the methodologies presented should be applicable to a broad
array of situations.

2. Experimental

2.1. The detector system

We have performed our experiments using a Gammadata-
Scienta SES200 spectrometer and detector system, as located
on the advanced photoelectron spectrometer/diffractometer
situated at the Berkeley Advanced Light Source[14,15]. The
detection system used is that provided by the manufacturer
as part of the standard equipment, and is schematically
i )
i high
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uantitative analysis of complex oxides via core level inte
ies[11], relative intensities in angle-resolved valence spe
12] and dichroism measurements on ferromagnetic sys
13].

In this paper, we explore in detail these non-linearity
ects using photoemission intensities as an example, an

ig. 1. Schematic illustration of the experimental geometry. The max
ixels along the energy axis and 240 pixels along the spatial axis, w
ircular microchannel plates and mating phosphor. Both the energy a
he filling fractionsfE andfS along the energy and spatial axis respect
at constant high voltage between filament and anode) results indeed
n the front of the MCP. In fact, the sample-to-ground current (in tur
ecorded as a function of the X-ray emission current, has been found
active region of the detector (shown on the CCD camera monitor) in
reduced to about 70,000 pixels via a rectangular window circumste

tial axis can be gated to include only a specific rectangular portion oftector.
n be set via software. Note that a linear variation in the X-ray emissi
ear increase in the flux of photons at the sample and thus of the elecident
rtional to the photon flux at the sample), as measured with a picoam

k linearly with the emission current of the X-ray source at constant higtage.

llustrated inFig. 1. A microchannel plate multiplier (MCP
s followed by a phosphor screen at high voltage in ultra-
acuum (UHV), so as to convert charge pulses into vis
ight pulses. A standard CCD camera[16], mounted outsid
he UHV chamber and focused on the phosphor sc
hrough a glass viewport, is finally responsible for record
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the light pulses on the phosphor and therefore performing
the actual event detection. We have operated the detector
primarily in the “greyscale” or “ analogue” (GS) mode in
which integrated CCD charge is used for counting, rather
than in the “black-and-white” or “ digital mode” (BW) in
which individual pulses are counted. However, we also
present some results based on the BW mode. In the GS
mode, the readout involves a measurement of the collected
charge in the pixel with an 8 bit analog to digital converter
(ADC). For the GS mode, the equivalent of the BW mode
discriminator is a digital mask that eliminates low-order
ADC bits in an attempt to discard spurious noise counts.
Further details have been reported elsewhere[4–6]. With
any change in the discriminator levels or voltages across the
MCP, the conditions under which the detector measures a
count are altered and the response function will be modified.
Unless otherwise explicitly specified, the detector has been
intentionally used as delivered and installed by the manufac-
turer, leaving its settings at their recommended value at setup.
However, in what follows, we will explore the influences of
changing some of these settings on non-linearity.

This detector is intrinsically two-dimensional. The nature
of the hemispherical energy analyzer to which the detector is
attached results in one pixel axis of the camera representing
the electron kinetic energy. The perpendicular axis, for our
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The fact that the full camera image cannot be stored for
analysis prevents the most accurate corrections of the effects
to be considered here. That is, only in the limit of using a sin-
gle pixel per detector channel can the actual per pixel coun-
trate be obtained. However, we have dealt with this prob-
lem by gating the detector so as to have it count over only
much smaller selected regions, as will be discussed further
below.

The detector and analyzer can be run in two different
modes, afixed or snapshotmode as well as aditheredor
sweptmode. In the fixed mode, the analyzer settings deter-
mine the linear kinetic energy distribution over the energy
axis of the detector and are held constant. For a given set-
ting fE, the detector will see a kinetic energy range ofδE
(cf. Fig. 1) that is a maximum of about 10% of the mean
kinetic energy passed by the spectrometer. In this mode, the
per-channel counts, which are actually sums of spatial pixel
counts, are simply stored directly as read from the detector.
By using only a narrow portion of the spatial axis over which
the count-rate is nearly constant, the recorded counts may be
trivially converted to a reliable per pixel countrate. For this
particular case of data collected in the fixed mode, the cor-
rection fromper-channelcountsM to countrate per pixelm
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urposes, simply represents multiplexed detection at eac
rgy. These axes will be referred to as theenergyandspatial
xis respectively (cf.Fig. 1). The camera views the 40 m
iameter circular phosphor screen, with the rectangle cir
cribing this maximum active region of the detector includ
bout 370 pixels along the energy axis (a number we will r

o asNE) and 240 pixels along the spatial axis (a numbe
ill refer to asNS). Within a square circumscribing the c
le, a maximum fraction,�/4, of the pixels within the squa
ill actually include the phosphor screen image, leading
aximum of approximately 370× 240× �/4 ≈ 70,000 pix-
ls available for counting in two dimensions when the cam
iews the largest fully-filled rectangular image.

The detector operates in a mode for which both the en
nd spatial axis can be gated to include only a specific
ngular portion of the detector in the final binned data
ill refer to the fractional coverage along the energy ax

E and that along the spatial axis asfS. However, once thes
imits are selected, all counts for a given energy axis co
ate (i.e. a line of pixels along the spatial axis) are summ
ardware and only this binned sum is available for read
his sum of spatial-axis pixels for a fixed energy pixel
rdinate is referred to as adetector channel, whereas a pixe
ill refer to one pixel of the CCD camera.
In order to provide a detailed description of the dete

esponse, the detected signal must first be processed f
ypical distribution of total measured counts to a distribu
f measured countratesper pixel. Once the detector signal h
een acquired, the average countrate per pixel is com
s a function of the true countrate per pixel, revealing
esponse of the detector for the current detector settings
s given by

= M

τ × fS × NS
(1a)

hereτ is the total dwell or counting time of the spectru
r, if we illuminate the detector with a uniform flux of ele

rons, thenm can be obtained from the total countrate o
ll channelsT via

= T

τ × fE × NE × fS × NS
(1b)

hereτ is again the total dwell or counting time of the sp
rum,NE = 370 is the maximum number of active pixels alo
he energy-axis,fE is the fraction of the detector that is fill
long the energy axis,NS = 240 is the maximum number
ctive pixels along the spatial axis, andfS is the fraction of the
etector that is filled along the spatial axis (cf.Fig. 1). Here,
e have assumed that the filled portion of the spatial
as essentially uniform countrate over the summed pixe

his uniformity condition is not met, the efficiency may v
ignificantly across the spatial axis of the detector, andEq.
1a) will give only some sort of average spanning a par
he dynamic range of the detector. The requirement of ha
niform illumination over the active area of the detector
e experimentally achieved by using only a narrow portio

he detector along both the spatial and energy axis. The r
f the detector over which counts are accumulated, indic
ia the percentage of each of the two axis over which co
ng is permitted (fE andfS, along the energy and spatial ax
espectively), can be adjusted via software. A previous in
igation provided evidence that there is no significant cha
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in the response function over any evenly illuminated surface
of the detector, permitting us to much simplify the procedure
for correcting spectra[4–6].

Normally, photoemission experiments are performed in a
ditheredor sweptmode that involves sweeping the kinetic
energy of the electrons accepted by the analyzer so that all
energies in the final spectrum are accumulated in sequence by
each channel in the detector. This is primarily done to allow
parallel detection channels to be used while eliminating the
channel-to-channel differences in the detector gain in the final
spectra. For the dithered mode the correction from measured
per-channel countsM to an average countrate per pixelm is
given by an equation similar toEq. (1a)

m = M

τ′ × fS × NS
(2)

whereτ′ is the total time that each pixel has spent in counting
at each energy channel, as summed over the total number of
sweeps[17].

2.2. Experimental methodology for detector
characterization

In order to determine the response of the detector, one
needs to determine the measured countrate as a function of
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current (in turn proportional to the photon flux at the sample)
was measured with a picoammeter and recorded as a function
of the X-ray emission current, and thus also power since the
voltage has been held constant (cf.Fig. 1). This relationship is
found to be quite linear over the range of X-ray power used in
this study (5–300 W), with all quadratic or higher-order terms
contributing less than 5% of the linear component within this
range, as already shown in a previous investigation[4]. Thus,
using either the sample current or the X-ray power as a mea-
sure of the true countrate introduces negligible differences in
the final response function analysis.

3. Results and discussion

3.1. The detection of non-linearity effects

Ideally, the behavior of the detector as a function of the
true countrate should be completely linear. In this case, the
detector response would be described asm(r) = ε × r, where
m(r) and r denote the measured and the true countrate per
pixel respectively, andε is a counting efficiency factor. The
constantε would thus be equal to one in an ideal system, but
it is for us only necessary to know it to within some constant
factor. When the detector deviates from the ideal behavior, the
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ountrate at the detector. Once the detector signal has
cquired, the average measured countrate per pixel is
uted as a function of the true countrate per pixel, reve

he response of the detector for the used detector setting
r BW mode, discriminator/mask setting, MCP and phos
oltages).

In this study, we have used electrons emitted during
hotoemission process (photoelectrons) as a source o
ountrates. Photoelectrons were provided by exciting
standard laboratory X-ray source a Cu (1 1 0) single

al in an “as-is” uncleaned condition, i.e. containing a st
mount of contamination in the UHV environment of
xperiment. It is only important that the sample is in a
le condition during the duration of the measurements
ave in the present study used a standard X-ray tube
onochromatized dual-anode Al K�/Mg K�, Perkin–Elme
odel 04–548), which has a power supply permitting v
ble emission power which can be adjusted in 1 W ste
xed high voltage.

We note that there is a fundamental question as to wh
linear variation in the X-ray emission current (at cons

igh voltage between filament and anode) results inde
linear increase in the flux of photons at the sample

hus of the electrons incident on the front of the MCP.
hus verified initially that the total electron current from
ample tracked linearly with the emission current of the
ay source at constant high voltage. The sample-to-gr
etector response must be described by behavior, the de
esponse must be described by

(r) = ε(r) × r (3)

hereε(r) can be termed theefficiency functionor detector
esponse function, and it now depends on the true countr
eflecting the deviation from ideal behavior. In order to c
ect measured countrates into true countrates it is nece
o determine the response function of the detector and i
q. (3). We note that since the signal is detected after b
rocessed by the CCD camera, the values for the mea
ountrate (and, consequently, also for the true countrate
ot absolute, but are determined by the particular choi

he detector parameters (for example, discriminator thres
ettings). Before discussing the procedures for the qua
ive determination of this response function, we commen

couple of straightforward ways todetectnon-linearity ef-
ects by making use of survey spectra measured at diff
-ray fluxes.
In Fig. 2(a) we show broad-range survey spectra colle

n the dithered mode from a Cu (1 1 0) sample, as excite
l K � (hν = 1486.6 eV) radiation. These spectra span c

rates ranging from a few kHz to≈ 12 MHz, corresponding t
ountrates per pixel in the rangem≈ 1–240 Hz for the detec
or active area we have used. For our conditions of gatin
ctive portion of the detector viafS andfE, the total numbe
f active pixels is thus about 50,000, a number we will

n estimating total maximum uniform countrates later[18].
he same spectra are shown inFig. 2(b) after they have bee
ormalized with respect to the X-ray fluxes. If the dete
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Fig. 2. (a) Broad-range survey spectra collected in the dithered (swept) mode from a Cu (1 1 0) sample, as excited by Al K� (hν = 1486.6 eV) radiation. Some
more intense spectral features are labeled. Some weaker peaks result from a Ta clip at the edges of the Cu sample. The left ordinate here is an integratedrate
assuming that 50,000 pixels count at the rate per pixel given on the right scale, and is this only appropriate to a situation of uniform illumination of the detector.
(b) The same spectra as shown in (a) after they have been normalized with respect to X-ray flux. The fact that the spectra do not lie on top of one another
provides unambiguous evidence for the presence of non-linearity effects.

were linear, all spectra inFig. 2(b) should lie on top of one
another, but it is evident that they are not, with factors of up to
four separating them in the higher-intensity regions at higher
binding energy (BE), as illustrated more quantitatively in the
upper inset showing the Cu 2p spectral region. Even within
the narrow binding energy range of 0–120 eV (lower inset),
there can be differences of a factor of 2–3.

Another direct way to monitor non-linearity effects in
electron detector systems makes use of “ratio plots”, as intro-
duced by Seah et al.[3], which consist of ratios of intensities
in survey spectra measured at different X-ray fluxes. InFig. 3,

we plot the ratios of the uncorrected intensities of the indi-
vidual spectral points collected at values of the X-ray power
set to 300, 200, 100, 50 and 25 W and the intensity of the
same spectral points in energy collected at 25 W. All inten-
sities have been normalized by dividing by their respective
X-ray emission currents, and the ratios are plotted versus the
intensities of the relevant numerator spectrum. We note that
the ratio plots are completely equivalent to plotting the ra-
tios of the efficiencies curves as a function of the measured
countrate. In fact, if two spectral points are recorded at two
different emission currents related by a scaling factorn, from



50 N. Mannella et al. / Journal of Electron Spectroscopy and Related Phenomena 141 (2004) 45–59

Fig. 3. Ratio plots (cf.[3]) of spectral intensities at a given kinetic energy and for different X-ray powers (equivalent to fluxes). The solid line indicates the
behavior of an ideal linear detector with unit efficiency. (a) is before correction, and (b) after correction bySection 3.2. All points have been referred to the
lowest power of 25 W (a) and 10 W (b). After correction, the ratio plots look like horizontal straight lines lying on top of one another, as expected in an ideal
system. The deviation from a horizontal straight line shown for countrates approaching zero is simply due to the higher fractional statistical uncertainty that is
typical of a Poisson distribution.

Eq. (3)we can write the ratio of the efficiencies as

ε(nr)

ε(r)
= m(nr)

n × m(r)
=

(
m(nr)/nr

m(r)/r

)
(4)

which shows that this ratio is equal to the ratio of the inten-
sities of the two spectra normalized by the respective X-ray
emission currents at which they have been collected. Ideally,
the efficiency would have a constant value, so that the ratio
in Eq. (4) should be constant. The main effect observed in
Fig. 3 is that the ratios of the efficiency of the detector in-
crease for measured countrates per pixel up to 60–70 Hz and
decrease for countrates per pixel greater than 90 Hz, while in
an ideal system one would expect these curves to be horizon-
tal straight lines lying on top of one another, most simply of
value unity, as shown in the figure.

We now consider two different methods for determining
the response function of the detector and correcting non-
linearity effects. The first method directly yields the response
function by measuring a flat-background reference inten-
sity as a function of incident X-ray fluxes, while the sec-
ond method determines the response function from what is
effectively a least-squared-fit analysis of broad-scan survey
spectra taken at different incident X-ray fluxes.

3.2. Correction method 1: measurement of
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Although photoemission experiments are usually per-
formed in a dithered mode, this mode was not used here
because the inherent averaging over the detector would be
detrimental to the analysis of the detector behavior. The ana-
lyzer and detector were on the contrary run in a fixed mode.
Here we stress the importance of having uniform illumination
over the active area of the detector in order not to have sig-
nificant variations of the detector efficiency across the spatial
axis of the detector. This requirement was experimentally
achieved by setting via software the region of the detector
over which counts were accumulated equal to 20 and 40% of
the spatial and energy axis, respectively. The use of a feature-
less region of the spectrum (for example, for the Cu (1 1 0)
sample shown inFig. 2a, suitable regions would correspond
to the binding energy ranges 134.6–164.6 and 850–900 eV)
along with the use of a gated (40%) portion of the energy axis
allows one to be able to measure several detector channels at
the same time providing better statistics. The countrate per
pixel can then be derived fromEq. (1a). For some of our
measurements, a similar flat region in the spectrum from a
La0.7Sr0.3MnO3 sample was used in order to achieve higher
intensities, as discussed in more detail below.

Once the detector signal has been acquired and converted
to countrate per pixel, this method yields directly the response
function of the detector as a function of the X-ray emission
c rue
c tional
m f the
a se in
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o less
t
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at-background reference intensity as a function of
ncident X-ray flux

The most obvious way to determine the response fun
f the detector is to record directly the measured coun
t the detector while adjusting the true countrate in a

rolled manner. This is easily accomplished by measur
at-background region in a spectrum from a sample w
table surface while varying the incident X-ray flux.
urrent or power, which is in turn proportional to the t
ountrate, as discussed before. By changing the opera
ode of the analyzer (e.g. pass energy and slit size) o
nalyzer, it was possible to derive the detector respon
ifferent regions of its dynamic range, thus permitting
easurement of various portions of the response fun
f the detector, particularly the one corresponding to

han 5 Hz per pixel. As previously shown[4–6], the only ef-
ect introduced by changing the settings of the analyz
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simply a multiplication of the true countrate by a constant
scaling factor. The nature of the scaling factor is immate-
rial to this discussion, but it must be compensated for in
order to properly and self-consistently determine per pixel
countrates.

Within each setting of the detector operational mode (e.g.
GS or BW) and other detector and analyzer settings, the X-ray
power was varied in the range 5–300 W (at fixed constant volt-
ageV= 12.5 kV). We first combined several measurements of
different portions of the response function corresponding to
different operational mode settings into an overall measure-
ment of the GS mode response function up to a measured rate
of about 70 Hz per pixel (corresponding to a maximum to-
tal countrate over all energy channels of 3.5 MHz), as shown
in Fig. 4. The data shown inFig. 4 have been taken with a
La0.7Sr0.3MnO3 single crystal (containing a stable amount of
contamination in the UHV environment of the experiment)
and photoelectrons emitted from a featureless region with BE
range 440–480 eV. This was done to obtain a measured rate of
70 Hz per pixel, e.g. higher than the 35–40 Hz per pixel which
could be obtained from the Cu (1 1 0) sample, (cf.Fig. 2a).

F
S
(
t
m

Note that we generally do not know the point (if any) at
which the measured and true countrates exactly coincide. In
Fig. 4, we have arbitrarily set the true countrate scale so that
the measured and true countrates are the same for count-rates
approaching zero, with the asymptotic behavior of the mea-
sured detector response as the true countrate goes to zero
being a straight line with slope equal to unity. This choice is
of course equivalent to set the efficiency equal to unity at zero
true countrate. It is important to realize that this choice is ar-
bitrary, and that it does not affect the results of any correction
we make.

Fig. 4 shows that the detector responds with significant
deviations from the ideal linear behavior described byEq.
(3), even at very low countrates. This type of non-linearity for
low countrates can approximately be described as a quadratic
deviation from linearity, as previously observed for this par-
ticular detector in both GS and BW modes[4,6]. In particular,
an inspection ofFig. 4(b) shows that the detector starts al-
ready to deviate from an ideal behavior at 0.5 Hz per pixel
or a maximum countrate of 25 kHz. If we quantify the devia-
tion from linearity as ind = [m(r) − r]/r × 100, these data
show thatd = 19, 29 and 40% for measured countrates equal
to 1–3 Hz per pixel, respectively.

Once the detector response function is determined, only
a simple interpolation algorithm is needed to invertEq. (3)
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ig. 4. (a) The detector response measured via the correction procedure of
ection 3.2. Note the “quadratic” deviation from linearity at low countrates.

b) The detector response function for very low measured countrates (less
han 3 Hz per pixel). Note that non-linearity effects are already present at
easured countrates as low as 1 Hz per pixel.
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Finally, we show inFig. 5 the same spectral comp
sons as inFig. 2(b), but with and without the correctio
pplied: it is clear that all normalized spectra for differ
uxes coincide to a high accuracy (within 4.5% for all d
oints) after correction. Also,Fig. 3(b) makes the same po
ia the ratio plots. In fact, after correction, the ratio p
ook like horizontal straight lines lying on top of one a
ther, as expected in an ideal system. The deviation
horizontal straight line shown for countrates approac

ero is simply due to the higher fractional statistical un
ainty that is typical of a Poisson distribution, which sca
s the inverse of the square root of the counts. Thes
ults thus provide unambiguous evidence that the ab
escribed procedure yields the correct determination o
esponse function and is effective in correcting non-linea
ffects.

Nevertheless, an inspection ofFigs. 3(b) and 5 reveal
minor inconvenience of this method. It has been p

le to correct over the whole binding energy range o
he spectra taken with X-ray powers of less than 50 W
ost, corresponding to a maximum countrate of≈70 Hz per
ixel or ≈3.5 MHz maximum total countrate over all p
ls. The cause for this limited range lies in the impo
ility of finding a suitable featureless region in the sp

ra whose countrate is high enough to be able to drive
etector over a wider dynamic range[19]. Moreover, the
ecessity of adjusting in a controlled manner the inci
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Fig. 5. The same spectra shown in Fig 2(b), but compared before and after n,
and in (b) certain blowup regions. Note the limited power range possible withSect

X-ray flux can in principle impose stringent requirements
on existing experimental setups. For example, standard X-
ray tubes are not necessarily equipped with a power supply
which allows quasi-continuous variation of the emission X-
ray power (at constant voltage) with a stepsize as small as a
few watts. Finally, combining several measurements of dif-
ferent portions of the response function of the detector by

c ver-
a an be
t veral
d ra-
t roce-
d ribe
b

detector non-linearity correction viaSection 3.2. In (a), the full spectra are show
ion 3.2, going only up to about 70 Hz/pixel as measured.

hanging different operational mode settings into an o
ll measurement of the GS mode response function c

ime-consuming. As an example, the collection of the se
ata sets combined inFig. 4took about 24 h. These conside

ions have motivated the development of an alternative p
ure for correcting non-linearity effects that we now desc
elow.
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3.3. Correction method 2: analysis of broad-scan survey
spectra at different incident X-ray fluxes

The possibility to develop a new correction procedure was
initially triggered by observing that a single broad-scan spec-
trum can provide in a single measurement a highly dense set
of measured countrates. For example,Fig. 2(a) shows that the
survey spectrum taken with the power set to 300 W yielded
in a few minutes a distribution of measured countrate ranging
from 0 to 240 Hz per pixel. The possibility of determining the
detector response function from an analysis of survey spectra
is thus appealing since it permits sampling a wide portion of
the detector response in a relative short amount of time.

To make this idea more quantitative, consider a set ofN
survey spectra measured on the same sample, but with differ-
ent incident fluxesn = n1, n2, . . ., nN , as shown inFig. 2(a).
For the case of data collected in the dithered mode, the one
used to acquire the broad-scan survey spectra, the correction
from per-channel count-rateM to count-rate per pixelm is
given byEq. (2). When expressed in countrate per pixel, the
survey spectra provide a distribution of measured countrates
m = m(nj, Ek) for a given X-ray fluxnj and kinetic energy
EK of the photoelectrons.

The true countrates per pixelr(nj, Ek) for a given X-ray
flux and kinetic energy of the photoelectrons can now be ex-
p d
c

H rk
c qual
t ply
b ts, bu
o rm if
n onse
f hus
r

in-
c

F
−

w ergy
v

As in our treatment of the first method, we have arbitrarily
set the measured and true countrates to be the same at coun-
trates approaching zero, which corresponds via this limit to
setting the arbitrary valuea1 = 1. This still leads to a com-
pletely general result for the response function, since the true
and measured counts can differ by an arbitrary factor. From
Eq. (7)we then have with trivial rearrangement another sys-
tem of equations

m(nj, Ek)

nj

− m(n1, Ek)

n1︸ ︷︷ ︸
B

=
P∑

i=2

[
mi(n1, Ek)

n1
− mi(nj, Ek)

nj

]
︸ ︷︷ ︸

C

× ai︸︷︷︸
A

,

{
∀j = 2, 3, ..., N

∀k = 1, 2, ..., Q
(8)

In the matrix and vector notation introduced above,A is a (P
− 1) long column vector,B is aQ × (N − 1) long column
vector, andC is a Q × (N − 1) by (P − 1) matrix. Thus,
in the ideal case for which there is no statistical error in the
experimental data,B−CA=0, and it would represent an over-
d ients
a

ata,
E
1
t ing
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∇

w on.
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N

ints
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ressed as a polynomial expansion of orderPof the measure
ountrates per pixelm(nj, Ek) with real coefficientsai

r(nj, Ek) =
P∑

i=1

ai × mi(nj, Ek) (5)

ere, we have set the coefficienta0 (which represents the da
urrent background in the absence of any excitation) e
o zero, as this background is often negligible or can sim
e measured and subtracted from all the measuremen
ne can simply extend the summation to the 0th order te
ecessary to include this. The determination of the resp

unction and the correction of non-linearity effects are t
educed to the computation of the unknown coefficientsai’s.

Thenormalizedtrue countrates do not depend on the
ident flux, such that we can write

r(n1, Ek)

n1
= r(nj, Ek)

nj

(6)

romEqs. (5) and (6), we can thus write out a system ofN
1 equations as

1

n1

P∑
i=1

ai × mi(n1, Ek) = 1

nj

P∑
i=1

ai × mi(nj, Ek),

{
∀j = 2,3,..., N

∀k = 1, 2, ..., Q
(7)

hereQdenotes the number of equally-spaced kinetic en
alues used to collect the spectra.
t

etermined set of equations for determining the coeffic
i.

For the actual case with statistical variations in the d
q. (8)thus describe an over-determined system ofQ× (N−
) linear equations in the unknown (P − 1) coefficientsai’s

hat can be solved for maximum likelihood by minimiz
B − CA|2, i.e. solving thenormal equationof the linear
east-squares problem

A|B − CA|2 = 2CT CA − 2CT B = 0 (9)

here the superscriptT denotes the transposition operati
he polynomial coefficients embedded inA can be obtaine
y standard methods such as the LU decomposition or s
atrix inversion[20] as

= (CT C)
−1 × CT B (10)

here (CT C) is a small (P − 1) by (P − 1) matrix. For bette
umerical precision in the matrix inversion, we have resc

he measured countrates per pixelm to vary from 0 to 1. Not
hat this overall approach is analogous to fitting the assu
olynomial form to the experimental data via a least-squ
riterion. In practically implementing this scheme, we fi
hat including powers up toP ≈ 12 is necessary. The valu
f the other parameters for the results shown in this wor
= 7 andQ = 2400.
We have applied this fitting procedure to all the data po

elonging to the survey spectra shown inFig. 2(a). The de
ector response function has in this way been determine
easured countrates up to over 250 Hz per pixel (Fig. 6(a)),
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Fig. 6. Comparison of the detector response determined with correction methods 1 and 2. In (a), a broad range going up to above 300 Hz/pixel is shown, and
in (b) only the more limited region in which the two methods overlap.

approximately a factor of 4 higher than the range accessed
by the first method.Fig. 6(b) also shows that there is ex-
cellent agreement between methods 1 and 2 over the much
narrower range covered bySection 3.2. We stress that in or-
der to be able to invertEq. (3), so as to determine the true
countsr, the relationshipm versusr must be a one-to-one
mapping.

There is some deviation from a simple smooth curve in
Fig. 6(a) above measured rates of approximately 260 Hz per
pixel. This is simply due to the limited number of data points
with countrate per pixel greater than the 250 accessible by
our measurements. However, the smooth dashed curve in this
region should permit correcting even up to about 325 Hz
per pixel, corresponding to a total maximum countrate of
16.25 MHz.

We show inFig. 7the same spectra as inFig. 2(b), but again
comparing spectra with and without the correction procedure
applied, this time viaSection 3.3. All normalized spectra for
different fluxes coincide to a high degree of accuracy (within
at most 6% for all data points) over the entire range of the mea-
sured countrates accessed by the spectra shown inFig. 2(a).
This second correction procedure is thus very effective in
correcting non-linearity effects and yields the correct deter-
mination of the response function for measured countrates
extending to 250 Hz (or even 300 Hz) per pixel, approxi-
m y the
fi

b cor-
r eal
s ying
o

rly
u hose
w up-
p nt
s

3.4. Further considerations

The correction procedures applied above clearly demon-
strate successful and consistent methods for dealing with a
non-ideal behavior in the response function of the detector.
Maintaining a uniform illumination over the active portion
of the detector screen is an essential condition for the ef-
fectiveness of both of the correction procedures described
above. It should also be noted that there are alternate ver-
sions of the Gammadata/Scienta hardware that do allow full
two-dimensional images to be retained in both energy and
space and read out from the electronics interface. With these
systems, it should be possible to apply the correction pro-
cedure developed here with even greater precision than that
demonstrated here.

We have also successfully applied both correction proce-
dures described above with variable photon flux provided by
synchrotron radiation. In this particular situation, the varia-
tion in the photon flux at the sample can be monitored by
recording the natural decay of the ring current (although this
does not normally allow for more than a factor of 3 or so
change in flux), or by changing the entrance (or exit) slits of
the beamline while measuring either the photon flux along
the beamline with a conventional “I0” mesh or more directly
the sample-to-ground total-electron-yield current. However,
w that
c beam
s by the
s flux
a mber
o

kept
i ten-
s we
s
t oun-
t o
ately a factor of 4 higher than the range accessed b
rst procedure.

Finally, we show inFig. 8the ratio plots shown inFig. 3,
ut with the second correction procedure applied. After
ection, the ratio plots look like one would expect in an id
ystem, with the curves being horizontal straight lines l
n top of one another.

We suggest that this procedure will be particula
seful for existing experimental set-ups, such as t
ith standard X-ray tubes equipped with a power s
ly which can allow only a few X-ray emission curre
ettings.
e point out that caution should be exercised to insure
hanging the slits does not change the ratio between the
pot size at the sample and the actual sample area seen
pectrometer, otherwise a linear variation of the photon
t the sample may not result in a linear increase of the nu
f electrons incident on the front of the MCP.

We stress that non-linearity effects should always be
n mind for any case where measuring relative peak in
ities accurately is important. As one illustration of this,
how inFig. 9 the same spectra presented inFig. 2(a) after
he correction procedure has been applied. The overall c
rateM and the countrate per pixelm now range from 0 t
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Fig. 7. AsFig. 5but with correction viaSection 3.3– maximum likelihood fitting of a polynomial to broad-scan spectra viaEqs. 5–10. Note the similarity with
Fig. 5 indicating that both correction procedures coincide and are effective in correcting for non-linearity effects. Note also the much broader power range for
Section 3.3.

3 MHz and 60 Hz, respectively, that is, a factor of 4 less in
range than before the correction has been applied. As a more
concrete example of how quantitative analysis could be af-
fected,Fig. 10shows the ratio of the intensities of the Cu 2p
and Cu 3s core level spectra, after taking into account dif-
ferences in photoelectric cross section, electron attenuation
lengths, and the transmission function of the analyzer, so as
to effectively be taking a ratio of the Cu atomic density via
two different spectra from the same atom. After the correc-
tion, as expected, this ratio is constant and equal to 1 within

a full range of±9%, while before the correction it shows a
strong X-ray flux dependence and a value ranging from 1 to
a little over 2.

As a final point, we note that all of the data reported to
this point have been obtained with the detector intentionally
used as delivered and installed by the manufacturer, leaving
its settings at their recommended values at setup. We also
note that several other groups appear to have encountered
the same type of non-linearity with these standard settings
[7–9]. According to the manufacturer’s recommendations, a
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Fig. 8. As Fig 3, but with spectra compared (a) before and (b) after detector non-linearity correction viaSection 3.3.

too-low discriminator level introduces noise, while a too-high
discriminator level influences the detection efficiency of low
intensity signals and therefore modifies the linearity of the
intensity scale. The manufacturer recommends setting the
discriminator by minimizing the dark counts; making sure
that the dark counts are barely visible is thus thought to en-
sure that the discriminator is not set too high. As we discuss
immediately below, we have in fact as part of this study var-
ied both the discriminator setting and the phosphor and MCP
high voltages, but the general type of non-linearity discussed
here persists.

We thus now address the question of whether it is possi-
ble that the non-linearity effects so far observed are related to
poor settings of the discriminator level. Seah et al.[1–3]have

F via
S r as
i efore
t pixels
u un-
t e high
c

in fact pointed out that the discriminator setting in a detector
very similar to ours can be used to improve linearity in certain
countrate ranges, although this procedure is not expected to
eliminate non–linearity effects over a broad countrate range,
especially in GS operation due to the nature of this mode. In
order to investigate whether an improper adjustment of the
discriminator level on the detector could be held responsible
for the non-linearity effects here reported, we thus studied the
response function for various detector discriminator settings
in both the GS and the BW modes. Making use of the first
method described above, we determined the response func-
tions corresponding to six different settings of the discrimi-
nator, with the results presented inFig. 11. We deliberately
used values for the discriminator setting (here reported as
numbers in arbitrary units) lower and higher than that set by
the manufacturer, which was equal to 314, so as to investigate
what the effect of increasing or decreasing the threshold level

F after
a lastic
a zer, so
a trong
fl clear
i

ig. 9. The same spectra as inFig. 2a after they have been corrected
ection 3.3. Note in particular that the maximum countrates per pixel o

ntegrated over all pixels after correction are a factor of 4 less than b
he correction. The integrated total countrate assumes 50,000 active
niformly illuminated, and may be optimistic in estimating maximum co

rates achievable with this detector in the sense that spectra often hav
ountrate peaks well above background.
ig. 10. The intensity ratio of the Cu 2p and Cu 3s core level spectra
llowing for the different photoelectric cross sections and electron ine
ttenuation lengths, as well as the transmission function of the analy
s to yield a number that should in principle equal unity. Note the s
ux dependence of the ratio for the case of non-corrected spectra, a

ndication of the presence of non-linearity effects.
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Fig. 11. The effects of changing the discriminator setting on the detector response function for the grey scale mode (a) and the black-and-white mode (b). All
curves here show significant deviations from linearity.

would be. It is evident from an inspection ofFig. 11that there
is no value for the settings that we tried that yields the correct
linear behavior over the entire countrate range accessed by
our measurements. For the particular case of the GS mode,
the discriminator settings which would allow one to mea-
sure spectra with quasi-linearity are those corresponding to
the values 300, 314 and 330, centered on the manufacturer’s
recommended setting. Outside of this range, for the value
equal to 264 we obtained a multi-valued response function,
while for values equal to 364 and 414 the dark counts are so
high that they would constitute an unacceptable noise level
in the recorded spectra. For values equal to 300, 314 and 330,
all three response functions show quadratic behavior at low
countrates, as already pointed out before. In order to better
quantify the deviation from an ideal linear behavior, we show
in Fig. 12(for the particular case of the GS mode) the detec-
tor responses corresponding to the discriminator values set
to 300, 314 and 330 after they have been differentiated, i.e.

F grey-
s 314
a

dm/dr. Consistent with our prior analysis, we have arbitrar-
ily set the true countrate scale so that the measured and true
count-rates are the same for countrates approaching zero. The
non-linearity affecting these response functions is evident: in
an ideal case, these plots should be straight lines with zero
slope. Therefore, these results indicate that it is generally un-
likely that different discriminator settings would eliminate
non–linearity effects for this particular detection system over
a broad range of measured countrates normally accessed by
typical photoemission measurements. Nonetheless, the set-
ting of 330 in this figure is somewhat better than the 314 of
the standard setup, even though it still shows a slope change
of about a factor 3 over the range studied.

Beyond this, exploring optimum settings for detector high
voltages, phosphor high voltages, and discriminators on our
detection system is part of routine optimization of this de-
tector, an operation performed approximately once a year on
our system in collaboration with the manufacturer’s engi-
neers. We have recently verified that, just after re-optimizing
(and in fact increasing) the MCP voltage, the detector still
shows the same type of non-linearity, both qualitatively and
quantitatively.

The detector response has also proven to be very stable
over time. We obtained excellent reproducibility of the de-
tector response (and hence correction procedure) even after 1
y s not
h hs or
s same
U not
c

e(s)
o the
s uses
f un-
t tor at
h pile-
u mera
ig. 12. The derivative of the detector response dm/dr obtained in the
cale mode (Fig. 11a) corresponding to the discriminator values of 300,
nd 330. If the detector were linear, these should be horizontal lines.
ear, thus suggesting that the correction procedure doe
ave to be derived more often than once every six mont
o, provided that the system is always operated at the
HV conditions and the focus of the CCD camera is
hanged.

Although a precise determination of the true sourc
f the non-linearity in this particular detector is beyond
cope of our paper, we briefly comment on the possible ca
or the non-linearity effects we observe, first at high co
rates and then at low countrates. Saturation of the detec
igh countrates occurs most likely because of photon “
p” at the phosphor plate and/or saturation of the CCD ca
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due to its maximum sampling rate. The photon “pile-up” at
the phosphor occurs when the decay time of the phosphor is
not sufficiently fast; for the phosphor used in our system the
decay time is 10�s, and thus we can estimate that pileup in
a given pixel will begin to occur at about ten times the phos-
phor decay time or the equivalent rate of 104 Hz per pixel,
a value which is much higher than any countrate measured
in our work. The saturation of the CCD cameral is clearly
shown inFig. 11b for the spectra taken in black-and-white
mode with the discriminator set to 364 and 414; in fact, for
this particular model saturation occurs at 30 Hz per pixel (in
black-and-white mode) since this is the CCD sampling rate.

It is not clear at the moment what the precise cause of
the quadratic non-linearity at low countrate is, even though
our investigation suggests that the most plausible source of
these effects is the CCD camera. A too-low MCP high voltage
would cause the gain to change sensitively as the flux change,
giving rise to non-linearity effects. Nonetheless, we rule out
a too-low MCP high voltage as a cause for the quadratic
non-linearity, since after increasing the MCP the same non-
linearity effects are found, as explained above.

It has been suggested that a change in the CCD camera
might improve the behavior[21] of the detector, and this is
a direction for future investigation. Plausible causes for the
non-linear behavior at low countrates are CCD dark signal
a leak-
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tems. The first one directly yields the detector efficiency by
measuring a flat-background reference intensity as a function
of incident X-ray flux, while the second one determines the
detector response from a least-squares analysis of broad-scan
survey spectra at different incident X-ray fluxes. To illustrate
our correction procedures, we have characterized the detec-
tor response over a broad dynamic range of a state-of-the-art
electron spectrometer system (Gammadata/Scienta SES200),
using photoemission intensities as an example. Although we
have studied only one spectrometer and detection system, our
conclusions and general methods for determining and cor-
recting for non-linearity are useful for many other cases. For
the particular case studied here, our results demonstrate the
occurrence of “quadratic” non-linearity effects which affect
the detector response function at even very low countrates,
far from saturation. Such non-linearity effects should thus al-
ways be kept in mind for any case where measuring relative
peak intensities accurately is important, even at low coun-
trates. Our results indicate that changing the discriminator
settings does not eliminate these non-linearity effects, nor
does adjusting the voltage across the multichannel plates.
Finally, this study points out the importance of developing
new detectors with a linear behavior over the entire coun-
trate range accessed by typical experiments in electron spec-
troscopy.
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nd CCD pattern noise. The first one is caused by some
ge currents which would produce charge in some o
ixels. It is expected that changing the discriminator va
ould suppress this source of noise, but our measurem

cf. Fig. 11) reveal that for different discriminator settin
on-linearity effects are always present. CCD pattern n
efers to any pattern of counts (e.g. hot spots) which doe
hange significantly from frame to frame and, thus, eve
ot properly a random noise, can produce a dark signa
ackground, however differing from random noise in th
ould be dependent on the specific location of the CCD
ls used. As already noted above, we do not find any evid
n heterogeneity in the behavior of the pixels from one
f the detector to another, thus suggesting that CCD pa
oise cannot be held responsible for the non-linearity. F
ur investigation we conclude that most likely the caus

he non-linearity is the inherent use of a CCD camera, s
uch devices are well known to be non-linear devices[22],
ith the determination of the precise cause being obje

uture investigation.
More generally, this study constitutes a motivation for

roving existing detectors and developing new detectors
vercome problems related to non-linearity effects over m

arger countrate ranges.

. Conclusions

We have developed two procedures for accurately
ecting non-linearity effects in detectors for electron s
roscopy that should be applicable to a broad range of
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